Evaluation of light diagnostics SimulFluor HSV/VZV immunofluorescence assay.
In this study, we evaluated the Light Diagnostics SimulFluor HSV/VZV Immunofluorescence (SIM) assay. A total of 167 specimens yielded 21 VZV and 55 HSV true positive test results. The sensitivity/specificity of the SIM assay for VZV and HSV were, respectively, 100/98 and 62/99. These results were comparable to the results for the predicate devices used in this study. The SIM assay offers the potential for the simultaneous, direct detection of HSV and VZV from a single slide well.